[Specific features of monitoring the characteristics of digital X-ray diagnostic systems].
The paper analyzes the specific features of monitoring the basic characteristics of formation of images in the digital X-ray diagnostic systems and considers the potentialities of transfer from traditional expert assessments to more objective and precise experimentally calculated methods.